Introduction {#Sec1}
============

Osteoporosis is a condition characterized by a loss of bone mass and deterioration of bone structural integrity resulting in compromised bone strength and an increased risk of fracture \[[@CR1]\]. Currently, evaluation of osteoporotic status is primarily based on projectional and volumetric measures of bone mineral density (BMD) using X-ray imaging techniques. While BMD has been shown to have utility in predicting bone strength, it does not entirely determine fracture risk \[[@CR2], [@CR3]\] or adequately assess the impact of therapeutic interventions \[[@CR4], [@CR5]\]. Accordingly, considerable interest currently exists in the investigation of other factors associated with bone mechanical competence, including whole bone geometry, cortical and trabecular microstructure, and tissue composition. The development and validation of non-invasive, quantitative technologies able to characterize such features is a critical goal for improving the ability to track disease progression and evaluate therapeutic efficacy in clinical research.

Micro-computed tomography has become an important non-invasive tool for investigating a wide range of aspects related to the biology of bone and other calcified tissues \[[@CR6]--[@CR8]\]. Until recently, true 3D assessment of trabecular and cortical bone microstructure has been limited to ex vivo measurements in laboratory microtomography systems \[[@CR9], [@CR10]\]. High-resolution peripheral quantitative computed tomography (HR-pQCT) is a promising non-invasive method for in vivo 3D characterization of bone in humans. Similar to traditional quantitative computed tomography (QCT), HR-pQCT provides the ability to quantitatively assess volumetric bone mineral density (vBMD) in a compartmental fashion in the appendicular skeleton (distal radius and tibia). Additionally, it permits quantification of the geometric, microstructural, and biomechanical features of human cortical and trabecular bone \[[@CR11]--[@CR13]\]. As this technology matures, it is important that the utility of new densitometric, structural, and biomechanical endpoints be evaluated in clinically relevant patient populations against standard reference endpoints.

Areal BMD (aBMD), measured by dual X-ray absorptiometry (DXA) is the most widely used surrogate for bone strength, and therefore is an appropriate yardstick for new quantitative techniques based on emerging imaging modalities such as HR-pQCT. In several recent clinical bone quality studies, forearm DXA has been used in compliment to HR-pQCT as a densitometric gold standard, for diagnostic classification, strength prediction, and fracture discrimination \[[@CR13]--[@CR18]\]. However, there are several disadvantages to adding a DXA exam to a clinical HR-pQCT study. These include, but are not limited to, increased logistical complexity, decreased patient retention and compliance, increased cost, and increased radiation dose to the patient. Furthermore, in the context of multi-center studies, the additional burden of cross-site, cross-manufacturer calibration is often necessary \[[@CR19]\].

In this study, a method is proposed to simulate DXA-based aBMD measures at the ultra-distal radius using 3D HR-pQCT image data. The algorithm was tested and validated in normative and osteopenic cohorts who underwent HR-pQCT and DXA exams.

Materials and methods {#Sec2}
=====================

Subjects {#Sec3}
--------

HR-pQCT image data from the baseline examinations from two ongoing patient studies were evaluated retrospectively using the aBMD simulation method described below for comparison against aBMD determined by DXA. The first patient cohort is part of a longitudinal investigation into the effects of alendronate on bone microarchitecture and has been described in detail by Kazakia et al. \[[@CR14]\]. In short, postmenopausal women (*n* = 52) defined as osteopenic by WHO criteria \[[@CR20]\] were recruited. The women were included if they were between the ages of 45 and 65, and had been postmenopausal for at least one but not more than 6 years. They were required to exhibit low BMD (T-score range −1.1 to −2.5) by DXA either at the lumbar spine or at the total proximal femur, trochanter, or neck regions of interest. The second cohort consisted of a subset of male and female volunteers (female: *n* = 45, male: *n* = 20) participating in a normative cross-sectional HR-pQCT study. These subjects spanned a wide range of ages (20 to 78 years) and anthropometrics (BMI range 17 to 39). For this study, DXA screening was not performed prior to enrollment; therefore, no BMD inclusion/exclusion criteria was used.

For both cohorts, history of or evidence for metabolic bone disease other than postmenopausal bone loss was an exclusion criterion, as was treatment within the previous year with any compound known to influence bone turnover. Both study protocols were approved by the UCSF Committee of Human Research, and all subjects gave written informed consent prior to participation.

HR-pQCT {#Sec4}
-------

All subjects described below were imaged in a clinical HR-pQCT system (XtremeCT, Scanco Medical AG, Brüttisellen, Switzerland) using the manufacturer's standard in vivo protocol described in previous patient studies \[[@CR11], [@CR12], [@CR14]\]. This system consists of a microfocus X-ray source with a 70-µm focal spot size. The tube voltage was fixed at 60kVp while the current was 900 μA. Filters of 0.3 mm Cu and 1 mm Al are positioned at the aperture to filter soft X-rays in order to reduce patient dose and limit beam-hardening effects. The cone beam X-ray field is incident upon a structured CsI (40 mg/cm^2^) scintillator coupled by a fiber optic taper to a 2D 3,072 × 256 element CCD detector with a 41-µm pitch. The subject's forearm was immobilized in a carbon fiber cast that was fixed within the gantry of the scanner. A single dorsal--palmar projection image of the distal radius was acquired to define the tomographic scan region. This region spans 9.02 mm in length (110 slices) and was fixed starting at 9.5 mm proximal from the mid-jointline and extending proximally (Fig. [1](#Fig1){ref-type="fig"}a). For tomography, 750 projections were acquired over 180° with a 100-ms integration time at each angular position. The 12.6-cm field of view was reconstructed across a 1,536 × 1,536 matrix using a modified Feldkamp algorithm, yielding 82 µm voxels \[[@CR21]\]. Total scan time was 2.8 min with an equivalent dose of approximately 4.2 µSv. Fig. 1Images indicating the standard ultra-distal ROI for each device; HR-pQCT scout scan (**a**), Hologic DXA (**b**), Lunar DXA (**c**)

The reconstructed linear attenuation values were converted to hydroxyapatite (HA) mineral densities using a beam-hardening correction and phantom calibration procedure previously described for an ex vivo microtomography system \[[@CR22]\]. The calibration phantom (Scanco Medical AG, Brüttisellen, Switzerland) was composed of five cylinders of HA--resin mixtures with a range of mineral concentrations (0, 100, 200, 400, and 800 mg HA/cm^3^) where 0 mg HA/cm^3^ represents a soft tissue equivalent background devoid of mineral. The reconstructed images were segmented using semi-automatically drawn contours at the periosteal surface of the radius. The total vBMD of the radius was calculated as the mean calibrated mineral density within this volume of interest (VOI).

Simulation algorithm {#Sec5}
--------------------

Quantitative projection and region of interest (ROI) densitometric analysis of HR-pQCT images was performed using an automated algorithm that aligns and segments the distal forearm in a way that mimics the subject positioning, soft tissue correction, and ROI analysis inherent to clinical DXA examinations of the ultra-distal (UD) radius. The algorithm was developed in C and implemented within the framework of the scanner manufacturer's Image Processing Language software (IPL v5.06-ucsf, Scanco Medical AG). A flow diagram of the procedure is shown in Fig. [2](#Fig2){ref-type="fig"}. The simulated projection images are generated in three primary steps: (1) determination of a common coordinate system, (2) spatial masking of extra-osteal soft tissue, and (3) quantitative projection. Fig. 2Schematic of the algorithm for simulating aBMD from 3D HR-pQCT image data

Clinical DXA requires standardized prone positioning of the forearm to ensure reproducible BMD assessment. In contrast, HR-pQCT is acquired with the radius and ulna at a variably oblique angle to the axial coordinate system. It is therefore necessary to define a standard orientation that reflects the patient positioning process inherent to DXA. In order to approximate the DXA scenario, the 3D HR-pQCT images were transformed into a common coordinate system prior to forward projection (Fig. [3](#Fig3){ref-type="fig"}). By nature of the patient positioning for HR-pQCT, it was assumed that all datasets approximately share a common *z*-axis (inferior--superior direction) but have an arbitrary in-plane orientation. The *x*′-axis was defined as the line shared by the centroids of the radius and ulna for the central slice---corresponding approximately to the anatomical medial--lateral direction. The *y*′-axis was therefore the third orthogonal axis and approximately corresponds to the dorsal--palmar direction. An in-plane rotational transformation about the midpoint between centroids was applied to bring the voxel coordinate system inline with this common anatomical coordinate system. Fig. 3Diagram of the common anatomic coordinate system the radius HR-pQCT image is aligned to. The transformation (*θ*) is applied about the midpoint (*mp*) of the line connecting the centroids of the radius (*c*~R~) and ulna (*c*~U~) in the central slice

The radius and ulna centroids were calculated with respect to the area bound by their respective periosteal surfaces. For the radius, the periosteal surface was defined by a semi-automatically drawn contour generated during the routine HR-pQCT microstructural analysis process \[[@CR23]\]. The ulnar periosteal boundary was determined using an automated process (see Fig. [2](#Fig2){ref-type="fig"}): First a fixed threshold corresponding to 300 mg HA/cm^3^ was applied to binarize the grayscale image. The radius was then removed using the contoured VOI described above. A binary dilation (3 pixels) was then performed to close the ulnar cortical shell and component labeling was applied to fill the medullary void space by discarding all but the largest connected void space (corresponding to the background around the ulna). The outer surface was then eroded by 3 pixels to return the ROI boundary approximately to the periosteal edge.

Following alignment in the common coordinate system, the grayscale images were spatially masked using the radius periosteal VOI. In this manner, the ulna and all extra-osseal soft tissue did not contribute to the projected image, approximating the soft tissue compensation inherent to DXA. The masked 3D image was then projected along the dorsal--palmar direction (*y*′-axis) according to the discrete line integral: $$\documentclass[12pt]{minimal}
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Reproducibility {#Sec6}
---------------

Reproducibility of the aBMD~sim~ measurement was determined in 8 radii of volunteers spanning a large age range (age = 25 to 65 years). Three repeat measurements were performed for each subject with complete repositioning between each scan. For three of the patients, a single dataset was excluded due to excessive motion artifacts visually apparent in the reconstructed images. Therefore, a total of five patients with three scans and three patients with two scans were used to calculate the root mean squared coefficient of variation (RMS-CV%) for aBMD~sim~.

DXA {#Sec7}
---

Areal bone densitometry data were acquired for the radius, proximal femur, and lumbar spine using one of two commercial DXA scanners; 42 osteopenic women from the first cohort were scanned with the QDR 4500 (Hologic Inc., Bedford, MA, USA) and the remaining 75 subjects were scanned using the Lunar Prodigy (GE Healthcare, Chalfont St. Giles, UK). Standard ROIs used for clinical assessment of osteoporosis status were identified to determine aBMD. The UD region of interest was automatically determined by the scanner software (Fig. [1](#Fig1){ref-type="fig"}b, c). For the Hologic device, this region started at the most proximal end of the endplate of the radius and extended 15 mm proximally. For the Lunar device, the region started where the radius and ulna superimpose and extended proximally for 20 mm. Mean BMD values from the UD ROI will subsequently be referred to as aBMD~dxa~. Areal BMD measures were also determined for the lumbar spine (L1--L4) and total proximal femur using the standard densitometry protocols and analysis software provided by the manufacturer.

Statistics {#Sec8}
----------

Mean and standard deviations were calculated for all indices. A paired Student's *t* test was used to determine whether aBMD~sim~ measures were statistically different from aBMD~dxa~. Regression analysis was performed to evaluate how well aBMD~sim~ correlated to aBMD~dxa~. Previous studies have found differences in absolute BMD measurements between devices from these manufacturers \[[@CR19], [@CR24]\]. For this reason, the regression analysis was performed individually for subjects scanned on Lunar and Hologic DXA devices. The regression coefficient of determination values and linear equations relating aBMD~sim~ to aBMD~dxa~ were calculated. In order to evaluate significant differences in the regressions, a two way ANOVA was used with aBMD~sim~ and the device grouping as independent variables. The absolute difference between the simulation and DXA aBMD values was determined and Bland--Altman plots were used to evaluate systematic bias in the simulation assumptions. Lastly, regression analysis was performed between aBMD at the UD radius (simulated and DXA-based) and aBMD for the lumbar spine and total femur.

Results {#Sec9}
=======

A representative image of a simulated projection is shown in Fig. [4](#Fig4){ref-type="fig"}. The CV% for aBMD~sim~ of the distal radius was determined by repeat acquisitions in eight subjects with complete subject repositioning between scans. The mean aBMD~sim~ of this group was 0.365 ± 0.053 g/cm^2^ and ranged from 0.269 to 0.431 g/cm^2^. The RMS-CV% for the eight patients scanned for reproducibility was 1.1%. Fig. 4Representative simulated projection image of the UD radius

The correlation scatter plot and corresponding Bland--Altman plot for aBMD~sim~ against aBMD~dxa~ are shown in Fig. [5](#Fig5){ref-type="fig"}. The regression analysis equations are reported in Table [1](#Tab1){ref-type="table"}. There is a clear offset between Hologic and Lunar devices, though aBMD~sim~ correlated strongly to both (Hologic: *R*^2^ = 0.82; Lunar *R*^2^ = 0.87; both *p* \< 0.0001) and significantly underestimated aBMD~dxa~ (*p* \< 0.0001). The underestimation was the result of fixed offsets in the regression equation (Hologic 0.11 g HA/cm^2^; Lunar 0.04 g HA/cm^2^; *p* \< 0.0001) while the slopes approached unity for both devices (Hologic 0.94; Lunar 0.91; *p* = 0.77) with positive intercepts. Compared against either device, aBMD~sim~ was not found to have a strong aBMD dependent trend in the absolute difference between aBMD~sim~ and aBMD~dxa~ (Fig. [5](#Fig5){ref-type="fig"}b). Correlation of vBMD determined by HR-pQCT to aBMD~dxa~ was more moderate (*R*^2^ = 0.62 and *R*^2^ = 0.64 for Hologic and Lunar, respectively). Fig. 5Regression analysis (**a**) and Bland--Altman (**b**) plots comparing aBMD~sim~ against aBMD~dxa~Table 1Regression equations for calibration of forearm aBMD~sim~DXA manufacturerRegression equation*R*^2^HologicaBMD~dxa~ = 0.94 × aBMD~sim~ + 0.11 \[g/cm^2^\]0.82LunaraBMD~dxa~ = 0.91 × aBMD~sim~ + 0.04 \[g/cm^2^\]0.87

Finally, aBMD~dxa~ of the UD radius and HR-pQCT-derived aBMD~sim~ shared very similar predictive strength for aBMD of the total femur and lumbar spine determined by DXA (Fig. [6](#Fig6){ref-type="fig"}). In the Lunar cohort, the correlations were moderately strong for the femur (*R*^2^ = 0.50, *p* \< 0.0001 for both aBMD~sim~ and aBMD~dxa~) and weak for the spine (*R*^2^ = 0.33 for both aBMD~sim~ and aBMD~dxa~; *p* \< 0.0001 for both). For the Hologic cohort, which consisted of early postmenopausal subjects with a narrow range of spinal and femoral aBMD~dxa~, there were no significant correlations to aBMD of the total femur or lumbar spine for either aBMD~sim~ or aBMD~dxa~ at the UD radius (*R*^2^ \< 0.02). Fig. 6Regression analysis plots for aBMD~sim~ and aBMD~dxa~ at the UD radius against standard aBMD measurements at the proximal femur (**a**, **b**) and lumbar spine (**c**, **d**)

Discussion {#Sec10}
==========

In this study, we have demonstrated an automated method for simulating areal BMD measures from 3D HR-pQCT images of the ultra-distal radius. Similar techniques have previously been developed for the proximal femur for traditional QCT imaging \[[@CR25]\]. This technique would primarily be beneficial for clinical osteoporosis studies as a controlled complement to standard forearm DXA densitometry or where DXA is not available. The algorithm is advantageous in several respects: First, it automatically orients the radius and ulna in a standard anatomic position that approximately corresponds to patient positioning for a clinical DXA examination such that there is no ulnar--radial superposition. In a multi-center, clinical study this would significantly minimize inter-operator variability in patient positioning inherent to DXA. Furthermore, it is reasonable to expect that different HR-pQCT sites have access to DXA devices from different manufacturers. The use of HR-pQCT-derived aBMD measures would avoid variability known to exist between DXA manufacturers \[[@CR19], [@CR24]\]. Finally, when appropriate, this approach provides the option of eliminating forearm DXA scans altogether from a clinical research protocol, thereby reducing the minor radiation dose to human subjects subjected to this procedure.

In DXA, two X-ray energies are used to compensate for variable soft tissue attenuation path lengths. In the algorithm presented here, spatial segmentation of the 3D image approximates this compensation by masking peripheral soft tissue and the ulna prior to forward projection. This method does not account for intra-medullary soft tissue (i.e., bone marrow) nor potential compositional variability of the marrow itself (hematopoietic vs. fatty marrow). However, for the ultra-distal radius, these effects are expected to be minimal compared to differences in extra-osseal soft tissue across subjects and compared to axial skeletal sites.

In this study, we have validated the simulation technique against standard clinical DXA of the UD radius in a total of 117 subjects, spanning a large range of ages and BMD values. The algorithm successfully generated projections for all subjects in the study. Reproducibility for measuring aBMD~sim~ (including patient positioning and acquisition) was approximately 1.1% RMS-CV. This is similar to previously reported reproducibility results for standard volumetric BMD indices determined by HR-pQCT \[[@CR11], [@CR14]\]. Regression analysis revealed strong correlations (*R*^2^ \> 0.8) between aBMD~sim~ and aBMD~dxa~ in the UD radius for a broad patient cohort consisting of male and female volunteers between 20 and 80 years of age (scanned on a GE Lunar device) and a narrow cohort of osteopenic women within 6 years of menopause (scanned on a Hologic device). These results are consistent with correlation coefficients (*R*^2^ = 0.5--0.94) determined for the cross-manufacturer forearm DXA standardization effort commissioned by the International Committee of Standards in Bone Measurement \[[@CR19]\] as well as with the results reported for similar algorithms developed for QCT \[[@CR25]\]. True vBMD was less well correlated to aBMD~dxa~. This is not surprising given the size dependence inherent to projectional BMD measures. It follows that simulation of the projection process does significantly improve prediction of DXA-based BMD values.

It is important to note that the standard VOI for a clinical HR-pQCT acquisition (9.02 mm in length) is shorter than the standard ultra-distal ROI prescribed by DXA manufacturers (20 and 15 mm in length for Lunar and Hologic, respectively). Furthermore, each manufacturer uses different anatomical landmarks to localize the ROI. These two facts may partly explain the discrepancy in the coefficients of determination for aBMD~sim~ compared to Lunar and Hologic (*R*^2^ = 0.87 vs. *R*^2^ = 0.82) and the difference in the regression intercept (0.04 vs. 0.11 g/cm^2^). As expected, the aBMD~sim~ better predicted Lunar aBMD~dxa~ values, where the ROI is more similar with respect to the longitudinal placement compared to the Hologic ROI. The difference in the correlation coefficients also likely reflects the relative variability in the patient cohorts scanned on either device.

As expected, aBMD~sim~ and aBMD~dxa~ of the UD radius were poor to moderate predictors of aBMD at axial skeletal sites (lumbar spine and proximal femur). Despite the significantly smaller analysis ROI, aBMD~sim~ had an equivalent degree of predictive power for DXA aBMD in the lumbar spine and proximal femur. The magnitude of the predictive power for the Lunar cohort was similar to previous studies comparing intersite BMD relations \[[@CR26], [@CR27]\]. This group spanned a larger age and BMD range, compared to the Hologic cohort, which was comprised exclusively of osteopenic women with a narrow range of aBMD values at axial skeletal sites.

An important limitation is that this simulation technique is limited to anatomical sites that may be imaged by HR-pQCT. In this study, we have applied the technique to the distal radius, as this is a routine site for clinical densitometry and a common site of osteoporotic fracture (Colles' fracture). This technique could also be applied to the distal tibia, which is routinely imaged during clinical HR-pQCT exams, and of interest as a load-bearing site. On the other hand, the proximal femur and lumbar spine---critical sites of osteoporotic fracture---are not accessible by HR-pQCT. Furthermore, classification by *T* or *Z* scores is not possible for aBMD~sim~ as comparable normative databases are not currently available for HR-pQCT. Therefore, if a clinical study requires densitometry of the axial skeleton or diagnostic classification of osteoporotic status, standard densitometry would be required.

In conclusion, this study has demonstrated that areal BMD of the UD radius can be accurately simulated from 3D HR-pQCT images of the distal radius. This approach has the potential to serve as a surrogate forearm BMD measure for clinical HR-pQCT studies.
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